Lab Data Package 1

The attached data describes samples listed below that were collected on Saturday, January 10,
2009, by EPA’s START contractor, TetraTech, Inc., and analyzed by ENERSOLYV, in support of
EPA’s response to the TVA Widows Creek Fossil Plant Gypsum Pond Release in Stevenson,
Ala.

Sample ID Number Sample Description Sample Location

AAT2665 TVA-TNUP-20090110-001 1 mile upstream of confluence*
AAT2666 TVA-TNDN-20090110-002 600 feet downstream of confluence
AAT2667 TVA-TN117-20090110-003 5 miles downstream at Highway 117
AAT72688 TVA-SW1-20090110-004 Scottsboro drinking water intake

! The confluence of Widows Creek and the Tennessee River is about 2 miles from the location where TVA’s
gypsum settling pond overflowed into Widows Creek on Jan. 9, 2009.
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January 12, 2009

John Schendel

Tetra Tech

2110 Powers Ferry Road
Atlanta, GA 30339

We appreciate the opportunity to provide our services to you on this project.

sample(s) listed below:

Sample ID Number
AAT2665

AAT2666
AAT2667
AAT2668
AAT2669
AAT2670

Ste. 202

Sample Description
TVA-TNUP-20090110-001

TVA-TNDN-20090110-002
TVA-TNI117-20090110-003
TVA-SWI-20090110-004
Widows Creek Matrix Spike
Widows Creek Matrix Spike Duplicate

Please find attached the data for the

Date Collected  Date Submitted
1/10/09 1/10/09
1/10/09 1/10/09
1/10/09 1/10/09
1/10/09 1/10/09
1/10/09 1/10/09
1/10/09 1/10/09

ENERSOLV maintains a quality system compliant with ISO 17025:2005 and meets the relevant quality system
requirements of ISO 9001:2000. Although not all tests performed by ENERSOLV are covered by this quality system,
all tests have been conducted in accordance with ENERSOLV Standard Operating Procedures and Quality Control
Program using, where applicable, U.S.E.P.A. approved methodology

This cover page is an integral part of your report. ENERSOLV considers this report your official record. This
information shall remain in ENERSOLV's active database for a period of one (1) calendar year before archiving. Any

replacement of this information after archiving may result in an administrative fee to cover the cost of retrieval.

If you have any questions or would like more information regarding these analyses, please call us at (256) 350-0846.

Reviewed by:

QA%WKQ% e 'Pré'ﬁzdew-f'

Tecﬁni,:-a{ Services

Karen Sutton
Vice President Client Services

P.O. Box 1646 * Decatur, Alabama 35602 ¢ (256) 350-0846 * Fax: (2

56) 350-0686

Page 1 of 18
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Page 2 of 18
Report Date: 1/12/09
SAMPLE RESULTS REPORT RoporéBame:. 126
REPORT TO 17025:2008 for the secific tats It in AZLA Cerificate
#2198-01. Some tests included in this report may not be
John Schendel covered by this accreditation. Tests within the scope of this o1t No. 2198-01
Tetia Tech accreditation are indicated by an asterisk (¥). SO 17025
2110 Powers Ferry Road Ste. 202 This report may contain information that is confidential and/or proprietary. This information is
Aflant a, GA 30339 irg:fﬁd ‘f‘;ﬁgégdgz?sce;:rgagim@ not be copied or disseminated without the express
Sample ID Analyte Name Result Qual | Units | PQL I)Fi:iﬂfr" MDL
Sample Point: TVA-TNUP-20090110-001 Collected: 01/10/2009 Submitted: 01/10/2009
AAT72665 Total Silver 0.00003 A mg/l  0.00100 1 0.000017
AAT2665 *Total Aluminum 2.80 mg/l  0.0500 1 0.009
AA72665 Total Alkalinity 49.1 lasCe 1.00 1 1.00
AAT2665 Total Arsenic 0.00055 mg/l  0.00050 1 0.000069
AAT2665 Total Barium 0.0307 mg/l  0.00100 1 0.000030
AAT2665 Total Beryllium 0.00007 A mg/l  0.00100 1 0.000017
AAT2665 *Total Calcium 16.4 mg/l  0.100 1 0.024
AAT2665 Total Cadmium 0.00002 A mg/l  0.00100 1 0.000018
AAT2665 Total Cobalt 0.00084 A mg/l  0.00100 1 0.000004
AAT2665 * Chemical Oxygen Demand 3.00 A mg/l  4.50 1 2:38
AAT2665 Total Chromium 0.00216 mg/l  0.00100 1 0.000062
AAT2665 Total Copper 0.00205 mg/l  0.00100 1 0.000101
AAT2665 *Total Iron 1.89 mg/l  0.00500 1 0.001
AAT2665 *Total Mercury ND mg/l  0.000200 1 0.00001
AAT2665 Total Potassium 2.36 mg/l  0.100 1 0.040
AA7T2665 Total Magnesium 3.81 mg/l  0.0100 1 0.006
AAT2665 Total Manganese 0.144 mg/l  0.00100 1 0.000027
AAT2665 Total Sodium 5.32 mg/l  0.75 1 0.009
AAT2665 * Ammonia-Nitrogen ND mg/l  0.100 1 0.06
AAT2665 Total Nickel 0.00189 mg/l 0.00100 1 0.000024
AAT2665 Nitrate-Nitrogen 0.45 A mg/l  0.500 1 0.039
AAT2665 Nitrate plus Nitrite-Nitrogen 0.57 A mg/l  1.00 1 0.043
AAT2665 *HEM (Oil and Grease) ND mg/l  5.00 1 2.98
AAT2665 Total Lead 0.00178 mg/l  0.00100 1 0.000215
AAT2665 pH 1.56 su 1
AAT2665 *Total Phosphorus 0.043 A mg/l  1.00 1 0.008
AAT2665 Total Antimony 0.00016 A mg/l  0.00100 1 0.000005
AAT2665 Total $elendumi 646 « Decatur, Alabama 35602000bb) 35040846 = gl (253.083Q0686 1 0.000094
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Page 3 of 18
Report Date:  1/12/09

SAMPLE RESULTS REPORT Report Times.  1%26
ENERSOLV maintains A2LA accreditation to ISO/IEC
REPORT TO 17025:2005 for the specific tests listed in A2LA Certificate
#2198-01. Some tests included in this report may not be
John Schendel covered by this ac_creditaFior.]. Tests within the scope of this ey No. 2198-01
Tetra Tech accreditation are indicated by an asterisk (¥). SO 17025
2110 Powers Ferry Road Ste. 202 This report may contain information that is confidential and/or proprietary. This information is

Atlanta, GA 30339

intended for the addressee only and may not be copied or disseminated without the express
consent of ENERSOLV Corporation.

Sample ID Analyte Name Result | Qual | Units | PQL l}g‘éﬂ;}“ MDL
AAT2665 Sulfate (IC) 11.7 mg/l 2.5 1 0.051
AAT2665 Total Dissolved Solids 67.0 mg/l 1.00 1
AAT2665 *Total Kjeldahl Nitrogen ND mg/l  1.50 1 0.89
AAT2665 Total Thallium 0.00005 mg/l  0.00100 1 0.000010
AAT2665 *Total Organic Carbon g mg/l 1.0 1 0.087
AAT2665 *Total Suspended Solids 25.0 mg/l 250 1
AAT2665 Total Vanadium 0.00257 mg/l  0.00100 1 0.00048
AAT2665 Total Zinc 0.0112 mg/l  0.00500 1 0.00048

P.O. Box 1646 * Decatur, Alabama 35602 = (256) 350-0846 ¢ Fax: (256) 350-0686
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Report Date:  1/12/09
SAMPLE RESULTS REPORT ReportTime: 1520
ENERSOLV maintains A2LA accreditation to ISO/IEC
REPORT TO 17025:2005 for the specific tests listed in A2LA Certificate
#2198-01. Some tests included in this report may not be
John Schendel covered by this accreditation. Tests within the scope of this  ~ory No. 2198-01
Tetra Tech accreditation are indicated by an asterisk (*). 1SO 17025
2110 Powers F erry Road Ste. 202 This report may contain information that is confidential and/or proprietary. This information is
intended for the addressee only and may not be copied or disseminated without the express
Atlanta’ GA 30339 consent of ENERSOLV Corporation.

Sample ID

Analyte Name

Result

Qual

Units

PQL

Dilution
Factor

MDL

Sample Point: TVA-TNDN-20090110-002

AAT2666
AAT2666
AA72666
AAT2666
AAT2666
AAT2666
AAT2666
AAT2666
AA72666
AAT2666
AAT2666
AAT2666
AAT2666
AAT2666
AAT2666
AAT2666
AAT2666
AAT2666
AAT2666
AA72666
AAT2666
AAT2666
AAT2666
AAT2666
AAT2666
AAT2666
AAT2666
AAT2666

Total Silver
*Total Aluminum
Total Alkalinity
Total Arsenic
Total Barium
Total Beryllium
*Total Calcium
Total Cadmium
Total Cobalt
* Chemical Oxygen Demand
Total Chromium
Total Copper
*Total Iron
*Total Mercury
Total Potassium
Total Magnesium
Total Manganese
Total Sodium
* Ammonia-Nitrogen
Total Nickel
Nitrate-Nitrogen
Nitrate plus Nitrite-Nitrogen
*HEM (Oil and Grease)
Total Lead
pH
* Total Phosphorus
Total Antimony

Total SetenBam1646 » Decatur, Alabama 3560000155) 35M0846 gl (2 HhDOIOO686

Collected: 01/10/2009

0.00002
2.86
48.8

0.00059

0.0895

0.00007
18.2
ND

0.00084
3.60

0.00175

0.00262
1.99
ND
237
3.84

0.145
511
ND

0.00184
0.46
0.58
ND

0.00197
771

0.135

0.00015

A

>

>

A
A

mg/l
mg/1
las Ce
mg/l
mg/1

mg/1

Submitted: 01/10/2009

0.00100
0.0500
1.00
0.00050
0.00100
0.00100
0.100
0.00100
0.00100
4.50
0.00100
0.00100
0.00500
0.000200
0.100
0.0100
0.00100
0.75
0.100
0.00100
0.500
1.00
5.00
0.00100

1.00
0.00100

O T S e S e S S S T O ey

e e s T N T

0.000017
0.009
1.00
0.000069
0.000030
0.000017
0.024
0.000018
0.000004
2.38
0.000062
0.000101
0.001
0.00001
0.040
0.006
0.000027
0.009
0.06
0.000024
0.039
0.043
298
0.000215

0.008
0.000005
0.000094
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Page 5 of 18
Report Date:  1/12/09
SAMPLE RESULTS REPORT Report Time: 1126
REPORT TO 17025:2008 fo he specific ot ied n A2LA Cerlifiat
#2198-01. Some tests included in this report may not be
John Schendel covered by this accreditation. Tests within the scope of this o No. 2198-01
Tetra Tech accreditation are indicated by an asterisk (¥*). 1SO 17025
2110 Powers Ferry Road Ste. 202 This report may contain information that is confidential and/or proprietary. This information is
Atlanta. GA 30339 ir:s::’:!d ({;ELFER?'SZ?.?;;:?;?;?? .may not be copied or disseminated without the express
Sample ID Analyte Name Result | Qual | Units | PQL I;;';‘éttg’lf' MDL
AAT2666 Sulfate (IC) 14.6 mg/1 5.0 1 0.051
AAT2666 Total Dissolved Solids 60.0 mg/1 1.00 1
AAT2666 *Total Kjeldahl Nitrogen ND mg/1 1.50 1 0.89
AAT2666 Total Thallium 0.00003 A mg/l  0.00100 1 0.000010
AAT2666 *Total Organic Carbon 22 mg/1 1.0 1 0.087
AAT2666 *Total Suspended Solids 34.0 mg/l  2.50 1
AAT2666 Total Vanadium 0.0018 mg/l  0.00100 1 0.00048
AAT2666 Total Zinc 0.0193 mg/l  0.00500 1 0.00048

P.0O. Box 1646 * Decatur, Alabama 35602 ¢ (256) 350-0846 * Fax: (256) 350-0686
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Report Date: 1/12/09
SAMPLE RESULTS REPORT BeporbTime: 1726
ENERSOLY maintains A2LA accreditation to ISO/IEC
REPORT TO 17025:2005 for the specific tests listed in A2LA Certificate
#2198-01. Some tests included in this report may not be
John Schendel covered by this accreditation. Tests within the scope of this .1y N, 2198.01
Tetra Tech accreditation are indicated by an asterisk (*). 1SO 17025
2110 Powers Ferry Road Ste. 202 This report may contain information that is confidential and/or proprietary. This information is
intended for the addressee only and may not be copied or disseminated without the express
Atlanta, GA 30339 consent of ENERSOLV Corporation.

Sample ID

Analyte Name

Result

Qual

Units

PQL

Dilution
Factor

MDL

Sample Point: TVA-TN117-20090110-003

AAT2667
AAT2667
AAT2667
AAT2667
AAT2667
AAT2667
AAT2667
AAT72667
AAT2667
AAT2667
AAT2667
AAT2667
AAT2667
AAT2667
AAT2667
AAT2667
AAT2667
AAT2667
AAT2667
AAT2667
AAT2667
AAT2667
AAT2667
AAT2667
AAT2667
AAT2667
AAT2667
AAT2667

Total Silver
*Total Aluminum
Total Alkalinity
Total Arsenic
Total Barium
Total Beryllium
*Total Calcium
Total Cadmium
Total Cobalt
* Chemical Oxygen Demand
Total Chromium
Total Copper
*Total Iron
*Total Mercury
Total Potassium
Total Magnesium
Total Manganese
Total Sodium
* Ammonia-Nitrogen
Total Nickel
Nitrate-Nitrogen
Nitrate plus Nitrite-Nitrogen
*HEM (Oil and Grease)
Total Lead
pH
*Total Phosphorus
Total Antimony

Total Seterumi 646 « Decatur, Alabama 35600008%) 35040846 e gl (2 W0IQ0636

Collected: 01/10/2009

0.00002
322
323

0.00105

0.101

0.00009
25.3

0.00009

0.00091
3.10

0.00223

0.00259
233
ND
2.49
4.05

0.149
5.40
ND

0.0022
0.45
0.57
ND

0.00199
7.84

0.043

0.00018

A

>

>

A
A

A
A

mg/1
mg/1
las Ce
mg/1
mg/1
mg/1
mg/1
mg/l
mg/l
mg/l
mg/l
mg/1
mg/1
mg/l
mg/1
mg/l
mg/1
mg/1
mg/l
mg/1
mg/1
mg/1
mg/1
mg/l
su
mg/l
mg/l

Submitted: 01/10/2009

0.00100
0.0500
1.00
0.00050
0.00100
0.00100
0.100
0.00100
0.00100
4.50
0.00100
0.00100
0.00500
0.000200
0.100
0.0100
0.00100
0.75
0.100
0.00100
0.500
1.00
5.00
0.00100

1.00
0.00100

1
1
1
1
1
1
1
1
1
1
1
1
1
1
1
1
1
1
1
1
1
1
1
1
1
1
1
1

0.000017
0.009
1.00
0.000069
0.000030
0.000017
0.024
0.000018
0.000004
2.38
0.000062
0.000101
0.001
0.00001
0.040
0.006
0.000027
0.009
0.06
0.000024
0.039
0.043
2.98
0.000215

0.008
0.000005
0.000094
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Page 7 of 18
Report Date: 1/12/09

SAMPLE RESULTS REPORT Bepoxtilimez  [h26
ENERSOLV maintains A2LA accreditation to ISO/IEC
REPORT TO 17025:2005 for the specific tests listed in A2LA Certificate
#2198-01. Some tests included in this report may not be
John Schendel covered by this accreditation. Tests within the scope of this  ry No. 2198-01
Petrs Tech accreditation are indicated by an asterisk (*). 1SO 17025
2110 Powers Ferry Road Ste. 202 This report may contain information that is confidential and/or proprietary. This information is

Atlanta, GA 30339

intended for the addressee only and may not be copied or disseminated without the express
consent of ENERSOLV Corporation.

Sample ID Analyte Name Result | Qual | Units [ PQL %’;‘éﬂ:’:‘ MDL
AAT2667 Sulfate (IC) 231 mg/1 5.0 1 0.051
AAT2667 Total Dissolved Solids 70.0 mg/] 1.00 1
AAT2667 *Total Kjeldahl Nitrogen 1.09 A mg/l 1.50 1 0.89
AAT2667 Total Thallium 0.00006 A mg/l  0.00100 1 0.000010
AAT2667 *Total Organic Carbon 2.3 mg/l 1.0 1 0.087
AAT2667 *Total Suspended Solids 40.0 mg/l 250 1
AAT72667 Total Vanadium 0.00293 mg/l  0.00100 1 0.00048
AAT2667 Total Zinc 0.0278 mg/l  0.00500 1 0.00048

P.O. Box 1646 * Decatur, Alabama 35602 ¢ (256) 350-0846 * Fax: (256) 350-0686
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Page 8 of 18
Report Date:  1/12/09
SAMPLE RESULTS REPORT ReportTime:  17.26
REPORT TO 170252008 for thespecifi ot ised n ADLA Ceniicat
#2198-01. Some tests included in this report may not be
John Schendel covered by this accreditation. Tests within the scope of this .1 No. 2198-01
Tetra Tech accreditation are indicated by an asterisk (*). SO 17025
2110 Powers Ferry Road Ste. 202 This report may contain information that is confidential andior proprietary. This information is
Atlanta, GA 30339 i’:jff,f,d 0{;;:: ;;ERachze;sgz;ZIi;?;imay not be copied or disseminated without the express
Sample ID Analyte Name Result | Qual | Units | PQL ]%’zl:éttl(f';' MDL
Sample Point: TVA-SWI-20090110-004 Collected: 01/10/2009 Submitted: 01/10/2009
AAT2668 Total Silver ND mg/l  0.00100 1 0.000017
AAT2668 *Total Aluminum 1.71 mg/l  0.0500 1 0.009
AA7T2668 Total Alkalinity 55.9 lasCe 1.00 1 1.00
AAT2668 Total Arsenic 0.0008 mg/l  0.00050 1 0.000069
AAT2668 Total Barium 0.104 mg/l  0.00100 | 0.000030
AAT2668 Total Beryllium 0.00006 A mg/l  0.00100 1 0.000017
AAT72668 *Total Calcium 27.8 mg/l  0.100 1 0.024
AAT2668 Total Cadmium ND mg/l  0.00100 1 0.000018
AAT2668 Total Cobalt 0.00042 A mg/l  0.00100 1 0.000004
AAT2668 * Chemical Oxygen Demand 5.10 mg/l  4.50 1 2.38
AAT2668 Total Chromium 0.00153 mg/l  0.00100 1 0.000062
AAT2668 Total Copper 0.00366 mg/l  0.00100 1 0.000101
AA72668 *Total Iron 1.10 mg/l  0.00500 1 0.001
AAT2668 *Total Mercury ND mg/l  0.000200 1 0.00001
AAT2668 Total Potassium 2.26 mg/l  0.100 1 0.040
AAT2668 Total Magnesium 3.74 mg/l  0.0100 1 0.006
AAT2668 Total Manganese 0.069 mg/l  0.00100 1 0.000027
AAT72668 Total Sodium 3.80 mg/l  0.75 1 0.009
AAT2668 * Ammonia-Nitrogen ND mg/l  0.100 1 0.06
AAT2668 Total Nickel 0.00167 mg/l  0.00100 1 0.000024
AAT2668 Nitrate-Nitrogen 0.53 mg/l  0.500 1 0.039
AAT2668 Nitrate plus Nitrite-Nitrogen 0.65 A mg/l  1.00 1 0.043
AAT2668 *HEM (Oil and Grease) ND mg/l  5.00 1 2.98
AAT2668 Total Lead 0.00108 mg/l  0.00100 1 0.000215
AAT2668 pH 7.79 su 1
AAT2668 *Total Phosphorus ND mg/l  1.00 1 0.008
AAT2668 Total Antimony 0.00017 A mg/l  0.00100 1 0.000005
AA72668 Total Seleniamic46 » Decatur, Alabama 3560000855) 350846 g (20100686 1 0.000094
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a Solutions Company

Page 9 of 18
Report Date: 1/12/09
SAMPLE RESULTS REPORT Repoxt.Time: 1726
REPORT TO 170252005 for the speic et e n ASLA Corifiate
#2198-01. Some tests included in this report may not be
John Schendel covered by this accreditation. Tests within the scope of this Cert. No. 2198-01
Tetra Tech accreditation are indicated by an asterisk (*). 1SO 17025
2110 Powers Ferry Road Ste. 202 This report may contain information that is confidential and/or proprietary. This information is
Atlanta, GA 30339 g;t:;a:;d (;‘;aggg ggﬁjsgzg;% if;c’i].may not be copied or disseminated without the express
Sample ID Analyte Name Result | Qual | Units [ PQL %‘;‘g‘:g‘ MDL
AAT2668 Sulfate (IC) 29.7 mg/1 5.0 1 0.051
AAT2668 Total Dissolved Solids 113 mg/l 1.00 1
AAT2668 *Total Kjeldahl Nitrogen 1.34 A mg/l 150 1 0.89
AAT2668 Total Thallium 0.00004 A mg/l  0.00100 1 0.000010
AAT2668 *Total Organic Carbon 2.3 mg/l 1.0 1 0.087
AAT2668 *Total Suspended Solids 8.60 mg/l  2.50 1
AAT2668 Total Vanadium 0.00154 mg/l  0.00100 1 0.00048
AAT2668 Total Zinc 0.0169 mg/l  0.00500 1 0.00048

P.O. Box 1646 * Decatur, Alabama 35602 ¢ (256) 350-0846 ° Fax: (256) 350-0686
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Page 10 of 18
Report Date:  1/12/09

SAMPLE RESULTS REPORT REpoLTime: 1726
ENERSOLV maintains A2LA accreditation to ISO/IEC
REPORT TO 17025:2005 for the specific tests listed in A2LA Certificate
#2198-01. Some tests included in this report may not be
John Schendel covered by this accreditation. Tests within the scope of this .t No. 2198-01
Tetra Tech accreditation are indicated by an asterisk (¥*). 1SO 17025
2110 Powers Fcrry Road Ste. 202 This report may contain information that is confidential and/or proprietary. This information is
intended for the addressee only and may not be copied or disseminated without the express
Aﬂanta’ GA 30339 consent of ENERSOLV Corporation.

Result

Qual

Units

Dilution
ROK: Factor

MDL

Sample ID Analyte Name
Sample Point: Widows Creek Matrix Spike

AAT2669 Total Silver MS Recovery
AAT2669 Total Aluminum MS Recovery
AAT2669 Total Arsenic MS Recovery
AAT2669 Total Barium MS Recovery
AAT2669 Total Beryllium MS Recovery
AAT2669 Total Calcium MS Recovery
AAT2669 Total Cadmium MS Recovery
AAT2669 Total Cobalt MS Recovery
AAT2669 *Chemical Oxygen Demand MS Recove
AAT2669 Total Chromium MS Recovery
AAT2669 Total Copper MS Recovery
AAT2669 Total Iron MS Recovery
AAT2669 Total Mercury MS Recovery
AAT72669 Total Potassium MS Recovery
AAT72669 Total Magnesium MS Recovery
AAT2669 Total Manganese MS Recovery
AAT2669 Total Sodium MS Recovery
AAT2669 Ammonia-Nitrogen MS Recovery
AAT2669 Total Nickel MS Recovery
AAT2669 Nitrate-Nitrogen MS Recovery
AAT72669 Nitrate + Nitrite-Nitrogen MS Recover
AAT72669 0Oil & Grease MS Recovery
AAT2669 Total Lead MS Recovery
AAT2669 Total Phosphorus MS Recovery
AAT2669 Total Antimony MS Recovery
AAT2669 Total Selenium MS Recovery
AAT2669 Sulfate MS Recovery

AAT2669 Total Kjeldahl Nitrogen-MS-Recovery35602109256) 350-0846 »

Collected: 01/10/2009

102
130
97.2
118
90.3
109
98.5
955
109
96.6
95.3
106
102
112
106
111
125
89.2
94.5
94
97
91.9
104
98.9
96.6
94.8
105

%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%

Fiax: (256) 350-0686

Submitted: 01/10/2009
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Page 11 of 18
Report Date: 1/12/09

SAMPLE RESULTS REPORT RepodTmae: 17226
ENERSOLV maintains A2LA accreditation to ISO/IEC
REPORT TO 17025:2005 for the specific tests listed in A2LA Certificate
#2198-01. Some tests included in this report may not be
John Schendel covered by this accreditation. Tests within the scope of this ot No. 2108-01
Tetra Tech accreditation are indicated by an asterisk (*). 1SO 17025
2110 Powers Ferry Road Ste. 202 This report may contain information that is confidential and/or proprietary. This information is
intended for the addressee only and may not be copied or disseminated without the express
Atlanta, GA 30339 consent of ENERSOLV Corporation.
Result 1 i P Dilution
Sample ID Analyte Name esu Qual | Units QL Factor MDL
AAT2669 Total Thallium MS Recovery 101 % 1
AAT2669 Total Organic Carbon MS Recovery 87 % 1
AAT2669 Total Vanadium MS Recovery 97.9 % 1
AAT2669 Total Zinc MS Recovery 100 % 1

P.O. Box 1646 * Decatur, Alabama 35602  (256) 350-0846 * Fax: (256) 350-0686



ZJENERSOLV

a Solutions Company

Report Date:

Page 12 of 18
1/12/09

SAMPLE RESULTS REPORT Report Time:
ENERSOLV maintains A2LA accreditation to ISO/IEC
REPORT TO 17025:2005 for the specific tests listed in A2LA Certificate
#2198-01. Some tests included in this report may not be
John Schendel covered by this accreditation. Tests within the scope of this o No. 2198-01
Teita Teck accreditation are indicated by an asterisk (*). ISO 17025
2110 Powers Ferry Road Ste. 202 This report may contain information that is confidential and/or proprietary. This information is
intended for the addressee only and may not be copied or disseminated without the express
Aﬂanta’ GA 30339 consent of ENERSOLV Corporation.

Result

Qual

Units

PQL

Dilution
Factor

MDL

105
134
97.6
130
92.2
134
101
97.3
109
98.4
955
109
102
110
105
116
122
91.6
96.3
93
93
93.0
109
97.5
98.3
94.5

%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%
%

Sample ID Analyte Name
Sample Point: Widows Creek Matrix Spike DuplicaiCollected: 01/10/2009

AAT2670 Total Silver MS Recovery
AAT2670 Total Aluminum MS Recovery
AAT2670 Total Arsenic MS Recovery
AAT2670 Total Barium MS Recovery
AAT2670 Total Beryllium MS Recovery
AAT2670 Total Calcium MS Recovery
AAT2670 Total Cadmium MS Recovery
AAT2670 Total Cobalt MS Recovery
AAT2670 * Chemical Oxygen Demand MS Recove
AAT2670 Total Chromium MS Recovery
AAT2670 Total Copper MS Recovery
AAT2670 Total Iron MS Recovery
AAT2670 Total Mercury MS Recovery
AAT2670 Total Potassium MS Recovery
AAT2670 Total Magnesium MS Recovery
AAT2670 Total Manganese MS Recovery
AAT2670 Total Sodium MS Recovery
AA72670 Ammonia-Nitrogen MS Recovery
AAT2670 Total Nickel MS Recovery
AAT2670 Nitrate-Nitrogen MS Recovery
AAT2670 Nitrate + Nitrite-Nitrogen MS Recover
AA7T2670 0il & Grease MS Recovery
AAT2670 Total Lead MS Recovery
AAT72670 Total Phosphorus MS Recovery
AAT72670 Total Antimony MS Recovery
AAT2670 Total Selenium MS Recovery
AAT2670 Sulfate MS Recovery

AAT2670 Total Kjeldahl NitrogenMS:Recomeny3560298(256) 350-0846 « Fia: (256) 350-0686

100

%

Submitted: 01/10/2009

1
1
1
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Page 13 0of 18
Report Date:  1/12/09
SAMPLE RESULTS REPORT REpontXieeE 1720
ENERSOLYV maintains A2LA accreditation to ISO/IEC
REPORT TO 17025:2005 for the specific tests listed in A2LA Certificate
#2198-01. Some tests included in this report may not be
John Schendel : covered by this accreditation. Tests within the scope of this Cert. No. 2198-01
Tetra Tech accreditation are indicated by an asterisk (*). 1SO 17025
2110 Powers Ferry Road Ste. 202 This report may contain information that is confidential and/or proprietary. This information is
intended for the addressee only and may not be copied or disseminated without the express
Atlanta, GA 30339 consent of ENERSOLV Corporation.
Sample ID Analyte Name Result | Qual | Units | PQL Dﬁ:ﬁ'&f‘ MDL
AAT2670 Total Thallium MS Recovery 104 % 1
AAT2670 Total Organic Carbon MS Recovery 84 % 1
AAT2670 Total Vanadium MS Recovery 99.4 % 1
AAT2670 Total Zinc MS Recovery 99.7 % 1

ND: Not Detected
MDL values are for reagent water matrix.

Qualifiers:
A: Indicates the analyte was detected above the calculated Method Detection Limit (MDL) but at a concentration less than the

Practical Quantitation Limit. (PQL). This value is unreliable and should not be used for regulatory purposes. The sample has been
analyzed with minimum dilution necessary to maintain values within instrument calibration range.

P.O. Box 1646 * Decatur, Alabama 35602 * (256) 350-0846 * Fax: (256) 350-0686
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a Solutions Company

Page 14 of 18
Report Date: 1/12/09

SAMPLE RESULTS REPORT Report Time:  17:26

ENERSOLYV maintains A2LA accreditation to ISO/IEC
17025:2005 for the specific tests listed in A2LA Certificate
#2198-01. Some tests included in this report may not be

REPORT TO

John Schendel covered by this accreditation. Tests within the scope of this Cert. No. 2198-01

Peetra Tidli accreditation are indicated by an asterisk (*). ISO 17025

2110 Powers Ferry Road Ste. 202 This report may contain information that is confidential and/or proprietary. This information is
intended for the addressee only and may not be copied or disseminated without the express

Atlanta, GA 30339 consent of ENERSOLV Corporation.

Sample ID Analyte Name Result | Qual | Units | PQL D;;g?p MDL

Analysis Information

AAT2665 Ammonia-Nitrogen SM 4500 NH3-C JLP 01/11/2009  12:41
AAT2665 Chemical Oxygen Demand Hach 8000 IW 01/11/2009  07:15
AAT2665 HEM (Oil and Grease) EPA 1664A RAC 01/11/2009  06:00
AAT2665 Nitrate plus Nitrite-Nitrogen EPA 300.0 AIW 01/11/2009  11:37
AAT2665 Nitrate-Nitrogen EPA 300.0 AJW 01/11/2009  11:37
AAT2665 pH SM 4500-H+ JLP 01/11/2009  06:50
AAT2665 Sulfate (IC) EPA 300.0 AW 01/11/2009  14:03
AAT2665 Total Alkalinity SM 2320B JLP 01/11/2009  07:15
AAT2665 Total Aluminum EPA 200.7 HGT 01/11/2009  17:09
AAT2665 Total Antimony EPA 200.8 KW 01/11/2009  16:17
AAT2665 Total Arsenic EPA 200.8 KwW 01/11/2009  16:17
AAT2665 Total Barium EPA 200.8 KW 01/11/2009  16:17
AAT2665 Total Beryllium EPA 200.8 KW 01/11/2009  16:17
AAT2665 Total Cadmium EPA 200.8 Kw 01/11/2009  16:17
AAT2665 Total Calcium EPA 200.7 HGT 01/11/2009  17:09
AAT2665 Total Chromium EPA 200.8 KW 01/11/2009  16:17
AAT2665 Total Cobalt EPA 200.8 KW 01/11/2009  16:17
AAT2665 Total Copper EPA 200.8 KW 01/11/2009  16:17
AAT2665 Total Dissolved Solids SM 2540C JLP 01/11/2009  06:22
AAT2665 Total Iron EPA 200.7 HGT 01/11/2009  17:09
AAT2665 Total Kjeldahl Nitrogen SM 4500-Norg C JLP 01/11/2009  07:30
AAT2665 Total Lead EPA 200.8 Kw 01/11/2009  16:17
AAT2665 Total Magnesium EPA 200.7 HGT 01/11/2009  17:09
AAT2665 Total Manganese EPA 200.8 Kw 01/11/2009  16:17
AAT2665 Total Mercury EPA 245.1 KW 01/11/2009  09:15
AAT2665 Total Nickel EPA 200.8 KW 01/11/2009  16:17
AAT2665 Total Organic Carbon SM5310B AIW 01/11/2009  14:40
AAT2665 Total Phosphorus EPA 365.3 W 01/11/2009  06:30
AAT2665 Total Potassium EPA 200.7 HGT 01/11/2009  17:09
AAT2665 Total Selenium EPA 200.8 KW 01/11/2009  16:17
AAT2665 Total Silver EPA 200.8 Kw 01/11/2009  16:17
AAT2665 Total Sodium EPA 200.7 HGT 01/11/2009  17:09
AAT2665 Total Suspended Solids USGS 1-3765-85 W 01/11/2009  06:45
AAT26065 Total Thallium EPA 200.8 KW 01/11/2009  16:17
AAT2665 Total Vanadium EPA 200.8 KW 01/11/2009  16:17
AAT2665 Total Zinc EPA 200.8 KW 01/11/2009  16:17
AAT2666 Ammonia-Nitrogen SM 4500 NH3-C JLP 01/11/2009  12:41
AAT2666 Chemical Oxygen Demand Hach 8000 W 01/11/2009  07:15
AAT2666 HEM (0Oil and Grease) EPA 1664A RAC 01/11/2009  06:00
AAT2666 Nitrate plus Nitrite-Nitrogen EPA 300.0 AIW 01/11/2009  11:51
AAT2666 Nitrate-Nitrogen EPA 300.0 AJW 01/11/2009  11:51
AAT2666 P.O. BopH 646 ¢ Decatur, Alabama 3SK04500336) 350-084&P Fax: @5®]1/260906806:50

AAT2666 Sulfate (IC) EPA 300.0 AW 01/11/2009  14:30



Z& SO/unons Company

Page 15 of 18
Report Date: 1/12/09

SAMPLE RESULTS REPORT Report Time:  17:26
ENERSOLYV maintains A2LA accreditation to ISO/IEC
REPORT TO 17025:2005 for the specific tests listed in A2LA Certificate
#2198-01. Some tests included in this report may not be
John Schendel covered by this accreditation. Tests within the scope of this Cert. No. 2198-01
Tetrs Teck accreditation are indicated by an asterisk (*). 1SO 17025
2110 Powers Ferry Road Ste. 202 This report may contain information that is confidential and/or proprietary. This information is

Atlanta, GA 30339

intended for the addressee only and may not be copied or disseminated without the express
consent of ENERSOLV Corporation.

Sample ID Analyte Name Result | Qual | Units | PQL l%l:l"l:g‘))rﬂ MDL
AAT2666 Total Alkalinity SM 2320B JLP 01/11/2009  07:15
AAT2666 Total Aluminum EPA 200.7 HGT 01/11/2009 17:13
AAT2666 Total Antimony EPA 200.8 KW 01/11/2009  16:22
AAT2666 Total Arsenic EPA 200.8 KW 01/11/2009  16:22
AAT2666 Total Barium EPA 200.8 KW 01/11/2009  16:22
AAT2666 Total Beryllium EPA 200.8 Kw 01/11/2009  16:22
AAT2666 Total Cadmium EPA 200.8 KW 01/11/2009  16:22
AAT2666 Total Calcium EPA 200.7 HGT 01/11/2009  17:13
AAT2666 Total Chromium EPA 200.8 KW 01/11/2009  16:22
AAT2666 Total Cobalt EPA 200.8 KW 01/11/2009  16:22
AAT2666 Total Copper EPA 200.8 KW 01/11/2009  16:22
AAT2666 Total Dissolved Solids SM 2540C JLP 01/11/2009  06:22
AAT2666 Total Iron EPA 200.7 HGT 01/11/2009 17:13
AAT2666 Total Kjeldahl Nitrogen SM 4500-Norg C JLP 01/11/2009  07:30
AAT2666 Total Lead EPA 200.8 KW 01/11/2009  16:22
AAT2666 Total Magnesium EPA 200.7 HGT 01/11/2009  17:13
AAT2666 Total Manganese EPA 200.8 Kw 01/11/2009  16:22
AAT2666 Total Mercury EPA 245.1 KW 01/11/2009  09:15
AAT2666 Total Nickel EPA 200.8 KW 01/11/2009  16:22
AAT2666 Total Organic Carbon SM 5310 B AJW 01/11/2009  14:54
AAT2666 Total Phosphorus EPA 365.3 JW 01/11/2009  06:30
AAT2666 Total Potassium EPA 200.7 HGT 01/11/2009  17:13
AAT2666 Total Selenium EPA 200.8 KW 01/11/2009  16:22
AAT2666 Total Silver EPA 200.8 KW 01/11/2009  16:22
AAT2666 Total Sodium EPA 200.7 HGT 01/11/2009  17:13
AAT2666 Total Suspended Solids USGS 1-3765-85 W 01/11/2009  06:45
AAT2666 Total Thallium EPA 200.8 Kw 01/11/2009  16:22
AAT2666 Total Vanadium EPA 200.8 KW 01/11/2009  16:22
AAT2666 Total Zinc EPA 200.8 KW 01/11/2009  16:22
AAT2667 Ammonia-Nitrogen SM 4500 NH3-C JLP 01/11/2009  12:41
AAT2667 Chemical Oxygen Demand Hach 8000 W 01/11/2009  07:15
AAT2667 HEM (Oil and Grease) EPA 1664A RAC 01/11/2009  06:00
AAT2667 Nitrate plus Nitrite-Nitrogen EPA 300.0 AJW 01/11/2009  12:06
AAT2667 Nitrate-Nitrogen EPA 300.0 AJW 01/11/2009  12:06
AAT2667 pH SM 4500-H+ JLP 01/11/2009  06:50
AAT2667 Sulfate (IC) EPA 300.0 AW 01/11/2009  15:47
AAT2667 Total Alkalinity SM 2320B JLP 01/11/2009  07:15
AAT2667 Total Aluminum EPA 200.7 HGT 01/11/2009  17:34
AAT2667 Total Antimony EPA 200.8 KW 01/11/2009  16:32
AAT2667 Total Arsenic EPA 200.8 KW 01/11/2009  16:32
AAT2667 Total Barium EPA 200.8 KW 01/11/2009  16:32
AAT2667 Total Beryllium EPA 200.8 KW 01/11/2009  16:32
AAT2667 Total Cadmium EPA 200.8 KW 01/11/2009  16:32
AAT2667 Total Calcium EPA 200.7 HGT 01/11/2009 17:34
AAT2667 Total Chromium EPA 200.8 KW 01/11/2009  16:32

AAT2667

AAT2667 P Ql_(%g?)tggﬁg Decatur, Alabama 3%&2 50 g 50- 08}@‘” Fax: OJUHIZOQ 0680 %. g%
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7 a 50/UIIOI7§ Company
Report Date: 1/12/09

SAMPLE RESULTS REPORT Report Time: ~ 17:26

ENERSOLYV maintains A2LA accreditation to ISO/IEC
RERORI'TO 17025:2005 for the specific tests listed in A2LA Certificate
#2198-01. Some tests included in this report may not be
John Schendel covered by thi§ a<3creditaFiop. Tests within the scope of this Cert. No. 2198-01
Tetra Tech accreditation are indicated by an asterisk (*). SO 17025
2110 Powers Ferry Road Ste. 202 This report may contain information that is confidential and/or proprietary. This information is
intended for the addressee only and may not be copied or disseminated without the express

Atlanta, GA 30339 consent QJ; ENERSOLV C orpor}‘}aﬁon. g g i
Sample ID Analyte Name Result | Qual | Units | PQL ]}?l;lgg):l MDL

AAT2667 Total Dissolved Solids SM 2540C JLP 01/11/2009  06:22

AAT2667 Total Iron EPA 200.7 HGT 01/11/2009  17:34

AAT2667 Total Kjeldahl Nitrogen SM 4500-Norg C JLP 01/11/2009  07:30

AAT2667 Total Lead EPA 200.8 Kw 01/11/2009  16:32

AAT2667 Total Magnesium EPA 200.7 HGT 01/11/2009  17:34

AAT2667 Total Manganese EPA 200.8 KW 01/11/2009  16:32

AAT2667 Total Mercury EPA 245.1 KW 01/11/2009  09:15

AAT2667 Total Nickel EPA 200.8 KW 01/11/2009  16:32

AAT2667 Total Organic Carbon SM 5310 B AIJW 01/11/2009  15:09

AAT2667 Total Phosphorus EPA 365.3 W 01/11/2009  06:30

AAT2667 Total Potassium EPA 200.7 HGT 01/11/2009  17:34

AAT2667 Total Selenium EPA 200.8 KW 01/11/2009  16:32

AAT2667 Total Silver EPA 200.8 KW 01/11/2009  16:32

AAT2667 Total Sodium EPA 200.7 HGT 01/11/2009  17:34

AAT2667 Total Suspended Solids USGS [-3765-85 JW 01/11/2009  06:45

AAT2667 Total Thallium EPA 200.8 KW 01/11/2009  16:32

AAT2667 Total Vanadium EPA 200.8 KW 01/11/2009  16:32

AAT2667 Total Zinc EPA 200.8 KW 01/11/2009  16:32

AAT2668 Ammonia-Nitrogen SM 4500 NH3-C JLP 01/11/2009  12:41

AAT2668 Chemical Oxygen Demand Hach 8000 w 01/11/2009 07:15

AAT2668 HEM (0il and Grease) EPA 1664A RAC 01/11/2009  06:00

AAT2668 Nitrate plus Nitrite-Nitrogen EPA 300.0 AW 01/11/2009  12:21

AAT2668 Nitrate-Nitrogen EPA 300.0 AJW 01/11/2009  12:21

AAT2668 pH SM 4500-H+ JLP 01/11/2009  06:50

AAT2668 Sulfate (IC) EPA 300.0 AJW 01/11/2009  16:02

AAT2668 Total Alkalinity SM 2320B JLP 01/11/2009  07:15

AAT2668 Total Aluminum EPA 200.7 HGT 01/11/2009  17:40

AAT2668 Total Antimony EPA 200.8 KW 01/11/2009  16:38

AAT2668 Total Arsenic EPA 200.8 KW 01/11/2009  16:38

AAT2668 Total Barium EPA 200.8 KW 01/11/2009  16:38

AAT2668 Total Beryllium EPA 200.8 KW 01/11/2009  16:38

AAT2668 Total Cadmium EPA 200.8 KW 01/11/2009  16:38

AAT2668 Total Calcium EPA 200.7 HGT 01/11/2009  17:40

AAT2668 Total Chromium EPA 200.8 KW 01/11/2009  16:38

AAT2668 Total Cobalt EPA 200.8 KW 01/11/2009  16:38

AAT2668 Total Copper EPA 200.8 KW 01/11/2009 16:38

AAT2668 Total Dissolved Solids SM 2540C JLP 01/11/2009  06:22

AAT2668 Total Iron EPA 200.7 HGT 01/11/2009  17:40

AAT2668 Total Kjeldahl Nitrogen SM 4500-Norg C JLP 01/11/2009  07:30

AAT2668 Total Lead EPA 200.8 KW 01/11/2009  16:38

AAT2668 Total Magnesium EPA 200.7 HGT 01/11/2009  17:40

AAT2668 Total Manganese EPA 200.8 KW 01/11/2009  16:38

AAT2668 Total Mercury EPA 245.1 KW 01/11/2009  09:15

AAT2668 Total Nickel EPA 200.8 KW 01/11/2009  16:38

AAT2668 Total Orgam'c Carbon SM 5310 B AJW 01/11/2009  15:24

s PRI, b 4 2530 500 o SRR
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Page 17 of 18
Report Date:  1/12/09

SAMPLE RESULTS REPORT Reporodlines  17:26
ENERSOLV maintains A2LA accreditation to ISO/IEC
REPORT TO 17025:2005 for the specific tests listed in A2LA Certificate
#2198-01. Some tests included in this report may not be
John Schendel covered by this accreditation. Tests within th.c scope of this  ~ot N 2198-01
Tetra Tech accreditation are indicated by an asterisk (*). SO 17025
2110 Powers Ferry Road Ste. 202 This report may contain information that is confidential and/or proprietary. This information is

Atlanta, GA 30339

intended for the addressee only and may not be copied or disseminated without the express
consent of ENERSOLV Corporation.

Sample ID Analyte Name Result | Qual [ Units | PQL l%i;';tt?;l MDL
AAT2668 Total Selenium EPA 200.8 KW 01/11/2009  16:38
AAT2668 Total Silver EPA 200.8 KW 01/11/2009  16:38
AAT2668 Total Sodium EPA 200.7 HGT 01/11/2009  17:40
AAT2668 Total Suspended Solids USGS 1-3765-85 JW 01/11/2009  06:45
AAT2668 Total Thallium EPA 200.8 KW 01/11/2009  16:38
AAT2668 Total Vanadium EPA 200.8 KW 01/11/2009  16:38
AAT2668 Total Zinc EPA 200.8 KwW 01/11/2009  16:38
AAT2669 Ammonia-Nitrogen MS Recovery SM 4500 NH3-C JLP 01/11/2009  12:41
AAT2669  Chemical Oxygen Demand MS Recovery Hach 8000 W 01/11/2009  07:15
AAT2669 Nitrate + Nitrite-Nitrogen MS Recovery EPA 300.0 AJW 01/11/2009  13:33
AAT2669 Nitrate-Nitrogen MS Recovery EPA 300.0 AJW 01/11/2009  13:33
AAT2669 Oil & Grease MS Recovery EPA 1664A RAC 01/11/2009  06:00
AAT2669 Sulfate MS Recovery EPA 300.0 AJW 01/11/2009  14:33
AAT2669 Total Aluminum MS Recovery EPA 200.7 HGT 01/11/2009 17:22
AAT2669 Total Antimony MS Recovery EPA 200.8 KW 01/11/2009  16:43
AAT2669 Total Arsenic MS Recovery EPA 200.8 KW 01/11/2009  16:43
AAT2669 Total Barium MS Recovery EPA 200.8 Kw 01/11/2009  16:43
AAT2669 Total Beryllium MS Recovery EPA 200.8 KW 01/11/2009  16:43
AAT2669 Total Cadmium MS Recovery EPA 200.8 Kw 01/11/2009  16:43
AAT2669 Total Calcium MS Recovery EPA 200.7 HGT 01/11/2009  17:22
AAT2669 Total Chromium MS Recovery EPA 200.8 Kw 01/11/2009  16:43
AAT2669 Total Cobalt MS Recovery EPA 200.8 KW 01/11/2009  16:43
AAT2669 Total Copper MS Recovery EPA 200.8 Kw 01/11/2009  16:43
AAT2669 Total Iron MS Recovery EPA 200.7 HGT 01/11/2009 17:22
AAT2669 Total Kjeldahl Nitrogen MS Recovery SM 4500-Norg C JLP 01/11/2009  07:30
AAT2669 Total Lead MS Recovery EPA 200.8 KW 01/11/2009  16:43
AAT2669 Total Magnesium MS Recovery EPA 200.7 HGT 01/11/2009 17:22
AAT2669 Total Manganese MS Recovery EPA 200.8 KW 01/11/2009  16:43
AAT2669 Total Mercury MS Recovery EPA 245.1 KW 01/11/2009  09:15
AAT2669 Total Nickel MS Recovery EPA 200.8 KW 01/11/2009  16:43
AAT2669 Total Organic Carbon MS Recovery SM 5310 B AW 01/11/2009  15:39
AAT2669 Total Phosphorus MS Recovery EPA 365.3 Iw 01/11/2009  06:30
AAT2669 Total Potassium MS Recovery EPA 200.7 HGT 01/11/2009  17:22
AAT2669 Total Selenium MS Recovery EPA 200.8 KW 01/11/2009  16:43
AAT2669 Total Silver MS Recovery EPA 200.8 KW 01/11/2009  16:43
AAT2669 Total Sodium MS Recovery EPA 200.7 HGT 01/11/2009  17:22
AAT2669 Total Thallium MS Recovery EPA 200.8 KW 01/11/2009  16:43
AAT2669 Total Vanadium MS Recovery EPA 200.8 KW 01/11/2009  16:43
AAT2669 Total Zinc MS Recovery EPA 200.8 KW 01/11/2009  16:43
AAT2670 Ammonia-Nitrogen MS Recovery SM 4500 NH3-C JLP 01/11/2009  12:41
AA72670  Chemical Oxygen Demand MS Recovery Hach 8000 W 01/11/2009  07:15
AAT2670 Nitrate + Nitrite-Nitrogen MS Recovery EPA 300.0 AIW 01/11/2009  13:48
AAT2670 Nitrate-Nitrogen MS Recovery EPA 300.0 AJW 01/11/2009  13:48
AAT2670 Oil & Grease MS Recovery EPA 1664A RAC 01/11/2009  06:00
AAT2670 Sulfate MS Recovery EPA 300.0 01/11/2009  14:47

M0 ol A MR Alsbama 35 3030 350- oo Bl
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Report Date:  1/12/09

SAMPLE RESULTS REPORT Hepootfimer  Ling
REPORT TO ENERSOLV maintains A2LA accreditation to ISO/IEC

17025:2005 for the specific tests listed in A2LA Certificate
#2198-01. Some tests included in this report may not be

John Schendel covered by this accreditation. Tests within the scope of this oyt No. 2198-01
Tetra Tech accreditation are indicated by an asterisk (*). 1SO 17025
2110 Powers FGITy Road Ste. 202 This report may contain information that is confidential and/or proprietary. This information is
Atlanta, GA 30339 g;t::ifefd (fg ]31; ggfﬁsgzr;p;?;:gimay not be copied or disseminated without the express
Sample ID Analyte Name Result | Qual [ Units | PQL '%““ﬁ‘"‘ MDL
actor

AAT2670 Total Arsenic MS Recovery EPA 200.8 KW 01/11/2009  16:48

AAT2670 Total Barium MS Recovery EPA 200.8 Kw 01/11/2009  16:48

AAT2670 Total Beryllium MS Recovery EPA 200.8 KW 01/11/2009  16:48

AAT2670 Total Cadmium MS Recovery EPA 200.8 KW 01/11/2009  16:48

AAT2670 Total Calcium MS Recovery EPA 200.7 HGT 01/11/2009  17:28

AAT2670 Total Chromium MS Recovery EPA 200.8 KW 01/11/2009  16:48

AAT2670 Total Cobalt MS Recovery EPA 200.8 Kw 01/11/2009  16:48

AAT2670 Total Copper MS Recovery EPA 200.8 KW 01/11/2009  16:48

AAT2670 Total Iron MS Recovery EPA 200.7 HGT 01/11/2009  17:28

AAT2670 Total Kjeldahl Nitrogen MS Recovery SM 4500-Norg C JLP 01/11/2009  07:30

AAT2670 Total Lead MS Recovery EPA 200.8 KW 01/11/2009  16:48

AAT2670 Total Magnesium MS Recovery EPA 200.7 HGT 01/11/2009  17:28

AAT2670 Total Manganese MS Recovery EPA 200.8 KW 01/11/2009  16:48

AAT2670 Total Mercury MS Recovery EPA 245.1 Kw 01/11/2009  09:15

AAT2670 Total Nickel MS Recovery EPA 200.8 KW 01/11/2009  16:48

AAT2670 Total Organic Carbon MS Recovery SM 5310B AW 01/11/2009  15:54

AAT2670 Total Phosphorus MS Recovery EPA 365.3 JW 01/11/2009  06:30

AAT2670 Total Potassium MS Recovery EPA 200.7 HGT 01/11/2009  17:28

AA72670 Total Selenium MS Recovery EPA 200.8 Kw 01/11/2009  16:48

AAT2670 Total Silver MS Recovery EPA 200.8 KW 01/11/2009  16:48

AAT2670 Total Sodium MS Recovery EPA 200.7 HGT 01/11/2009  17:28

AAT2670 Total Thallium MS Recovery EPA 200.8 KW 01/11/2009  16:48

AAT2670 Total Vanadium MS Recovery EPA 200.8 KW 01/11/2009  16:48

AAT2670 Total Zinc MS Recovery EPA 200.8 KW 01/11/2009  16:48

P.O. Box 1646 * Decatur, Alabama 35602 * (256) 350-0846  Fax: (256) 350-0686
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U. S. ENVIRONMENTAL PROTECTION AGENCY
REGION 4 TAT

CHAIN OF CUSTODY RECORD

H Water/Wastewater — Soil/Sed/Sidg
PROJ. NO. PROJECT NAME Circle/add
. « | Paramaters /
WIfows <ReEK FOSSIL 5&3’ i Rowm_.x_w_ma.nﬁmm N £ /A%/ a.@
SAMPLERS (Signature) Z | separate & 4 S NS
I | Containers 3 £ O A5 YA
z & v O “ COASS
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b S0/ /S S8 S S/
O ¢S OO0, 5/ S S A A :
. . ) LV AN )% A;O A@. &) W .V J.wo o - A\W/ wﬁl
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Relinquished by: (Signature) wma\ﬂao Received by: (Signature) Relinquished by: (Signature) Date/Time | Received by: (Signature) Remarks 24
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ZORO © LEV
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DISTRIBUTION: Onginal and Pink copies accompany sample shipment to laboratory, Pink copy retained by laboratory,
Yellow copy retained by samplers, Blue copy extra copy as needed
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